Universal Laboratories

Quality Control Summary
QC Batch ID 100517001
Order ID: 1005173

Spike Summary
Aroclor 1016 Aroclor 1260
[ True Value Obtained | % Recovery RPD Obtained | % Recovery| RPD
ICV 2000 1875.442 94% 1739.333 87%
Prep Blank 0.0 ND ND
Prep LCS 1000 851.209 85% 969.753 97%
LCS DUP 1000 818.986 82% 4% 732.554 73% 28%
FCV 2000 1829.612 91% 1737.676 87%
Surrogate Summary
TCMX DCB
True Value Obtained | % Recovery RPD Obtained | % Recovery| RPD
ICV 500 381.972 76% 361.878 72%
Prep Blank 500 411.585 82% 442.091 88%

Prep LCS 500 223.866 45% - 277.470 55%

LCS DUP 500 264.075 53% 16% 305.564 61% 10%
1005173-001 500 395.822 79% 215.712 43%
1005173-002 500 231.497 46% 299.076 60%
1005173-003 500 336.890 67% 268.821 54%
1005173-004 500 360.664 72% 253.124 51%
1005173-005 500 206.009 41% 175.607 35%
1005173-006 500 277.620 56% 573.251 115%
1005173-007 500 242.660 48% 190.083 38%
1005173-008 500 393.863 79% 335.265 67%

1005173-009* 500 155.748 31% 282.915 56%

- 1005173-010 500 206.969 1% 304.057 61%
1005173-011 500 242.883 49% 280.580 56%
1005173-012 500 203.109 41% 226.327 45%
1005173-013 500 273.247 55% 546.733 109%

FCV 500 324.482 65% 303.616 61%
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* Surrogate results taken from two different dilutions. TCMX from sample before dilution; could not use DCB from this
sample because the detector was overloaded with PCBs. DCB from a 1:5 dilution of sample.




